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Abstract.
High intensity transcranial focused ultrasound is an FDA approved treatment for essential
tremor, while low-intensity applications such as neurostimulation and opening the blood brain
barrier are under active research. Simulations of transcranial ultrasound propagation are used
both for focusing through the skull, and predicting intracranial fields. Maps of the skull acoustic
properties are necessary for accurate simulations, and can be derived from medical images using
a variety of methods. The skull maps range from segmented, homogeneous models, to fully
heterogeneous models derived from medical image intensity. In the present work, the impact
of uncertainties in the skull properties is examined using a model of transcranial propagation
from a single element focused transducer. The impact of changes in bone layer geometry and the
sound speed, density, and acoustic absorption values is quantified through a numerical sensitivity
analysis. Sound speed is shown to be the most influential acoustic property, and must be defined
with less than 4% error to obtain acceptable accuracy in simulated focus pressure, position, and
volume. Changes in the skull thickness of as little as 0.1 mm can cause an error in peak intracranial
pressure of greater than 5%, while smoothing with a 1 mm3 kernel to imitate the effect of obtaining
skull maps from low resolution images causes an increase of over 50% in peak pressure. The
numerical results are confirmed experimentally through comparison with sonications made through
3D printed and resin cast skull bone phantoms.
1. Introduction
The use of ultrasound for neurological applications is an area of active research due to the
development of MRI compatible, multi-element arrays that allow effective control and monitoring
of intracranial acoustic fields. High intensity focused ultrasound (HIFU) was recently approved
by the FDA for ablative treatment of essential tremor in the USA [1, 2]. Developing low intensity
applications include opening of the blood-brain barrier (BBB) and direct ultrasonic neuromodulation
and stimulation (UNMS). Both techniques have recently been extended to human subjects and are
under active research [3, 4]. The biggest challenge to ultrasonic brain therapy is the presence
of the skull, which aberrates and attenuates incident wavefronts, and reduces the effectiveness of
geometrical focusing [5]. Using frequencies ≤500 kHz can reduce this distortion [6], however this
also increases the focal spot size and the influence of standing waves. The ability of bone to support
shear waves can also affect transcranial transmission, although the changes to the intracranial field
are typically negligible for ultrasound applied at normal or near-normal incidence [7, 8].
To counteract the effect of the skull, model-based aberration correction is often used. This
works by simulating the propagation of ultrasound waves through a map of the individual patient’s
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Figure 1: Relationship between the density of the skull bone, derived from CT, and the compressional sound
speed. Values taken from Connor et al. [19], Mast et al. [20], Aubry et al. [5], and Pichardo et al. [21].
anatomy, and using the results to correct the drive signals used during therapy. As an example, time-
reversal (TR) for transcranial focusing is able to correct for aberration by taking advantage of the
time-symmetry of the lossless acoustic wave equation through reversing the simulated propagation of
ultrasound from a deep brain target to a virtual transducer [5]. In addition to aberration correction,
numerical simulations of transcranial propagation are used to predict the intracranial field during
the therapy and improve understanding of therapeutic mechanisms [3, 9, 10].
The accuracy of these predictions, and the effectiveness of model-based aberration correction,
is directly dependent on the accuracy of the numerical simulations. A potentially significant source
of error is the geometry and acoustic properties of the skull used in the simulated domain. Multiple
methods can be used to derive the skull properties from medical image data, with the simplest
being segmented, homogeneous models. It is also possible to derive heterogeneous models based
on medical image intensity. For example, Aubry et al. [5] developed a widely used technique for
the direct conversion of x-ray CT images into maps of skull density, sound speed, and absorption.
Absorption values are inflated to imitate the effect of scattering & reflective losses in the skull layer,
which are the dominant attenuating effects [11]. This technique has been used in multiple studies,
including a modification using a homogeneous absorption map [12, 13]. Several other models based
on empirical relationships between CT derived density and acoustic sound speed and absorption
have been also proposed [14]. However, there is some inconsistency in the relationships between
sound speed and density, as shown in Fig. 1. MRI based methods, including segmentation [15], and
morphological adaptation of virtual CT images have also been examined [16].
The level of fidelity in the acoustic property maps required for accurate simulations is currently
unclear [17]. Mueller et al. [18] recently examined the impact of modelling brain and meningeal
geometry on simulated intracranial fields, concluding that it is not necessary to model detailed brain
tissue geometry. However, given the strong influence of the skull on the propagation of ultrasound,
a thorough examination of the sensitivity of intracranial fields to the parameters of the bone tissue
map is necessary. This is of special importance for developing, low intensity applications, where
tight focusing and fine control over the pressure signal at the target are necessary to achieve the
desired effects in the targeted volume, avoid tissue damage, and allow research into the underlying
physical mechanisms.
In the present paper, the influence of variation in the acoustic medium properties of the skull on
the accuracy of simulated transcranial fields is examined. A numerical forward model of ultrasound
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Grid Size Spatial Step Time Step Sim. Length Runtime
Fluid 3D 512×512×1024 145.4 µm 5.1 ns 171 µs 19hr 53min
Elastic 2D 1728×2592 57.2 µm 1.0 ns 170 µs 3hr 47min
Table 1: Simulation parameters used for the sensitivity analysis. Fluid simulations were conducted with a
minimum spatial sampling of 10 points per wavelength (PPW), and elastic simulations with 25 PPW.
transmission from a single element transducer through a skull bone layer to the brain is constructed.
The sensitivity of the intracranial field to changes in the medium properties and geometric parameters
of the layer is examined. This numerical sensitivity analysis is then substantiated through the
comparison of practical sonication experiments of the transmission of ultrasound through 3D printed
and resin cast skull bone phantoms with accurately registered simulations of the sonication setup.
2. Methods
2.1. Simulation Setup used for the Sensitivity Analysis
To carry out the numerical sensitivity analysis, a virtual model of transcranial ultrasound
propagation was created using the open-source k-Wave toolbox [22]. A single element transducer
with a radius of curvature (ROC) of 75 mm and a diameter of 60 mm was placed 27.3 mm from
a curved layer of homogeneous bone tissue within the simulated environment. This was defined as
a 6.5 mm thick layer taken from the surface of a sphere of 80 mm radius, in order to approximate
the geometry of human skull bone [23]. The transducer geometry was chosen to match the HIFU
transducer used in the experimental sonications in Section 2.6, and is similar to the low frequency
single element transducers previously used in studies of neuromodulation in humans [9, 24].
The reference medium properties assigned to the bone layer were based on values obtained by
White et al. [7] for whole skull compressional and shear wave transmission. Bone compressional
speed was 2850 m s−1 and density was 1732 kg m−3. Absorption values were assigned using power
law factors derived from this data, where a0 = 8.83 dB MHz
−y cm−1 and y = 1.43 [25]. When
simulated, the sound speed of shear waves in the bone layer was set to 1500 m s−1, and the absorption
power law prefactor was a0 = 19.5 dB MHz
−y cm−1 [7]. The remainder of the simulation domain
was assigned the acoustic properties of water, with cw = 1481 m s
−1 and ρw = 1000 kg m−3.
During simulations, the virtual transducer was excited with continuous wave (CW) signals at
ultrasonic frequencies of 500 kHz, 750 kHz and 1 MHz. These correspond to a range of frequencies
demonstrated effective for transcranial HIFU, UNMS, and ultrasound mediated BBB opening [12].
Once the simulation had reached a steady state, the maximum pressure was recorded across the 3D
field following transmission through the bone layer. This was used to evaluate the impact of changes
to the bone layer on the intracranial field.
The simulations were performed using both the fluid and elastic codes within the k-Wave toolbox
[26, 27]. The fluid code was used for most simulations, with the elastic code used to confirm that
shear waves could be neglected. The medium density, sound speed, and absorption were set to be
heterogeneous, and only linear wave propagation was considered (even for high intensity applications,
the wave field is generally linear at the skull surface [28]). Elastic wave simulations were conducted
in 2D, while fluid simulations were conducted in 3D. Simulation parameters are shown in Table 1.
The spatial and temporal discretisations used conform to previously established criteria to ensure
numerical accuracy for transcranial simulation [29, 30], with a minimum spatial sampling step of
ten spatial points per wavelength (PPW) at 1 MHz for fluid simulations, and 25 PPW for elastic
simulations. Fluid simulations were run using the MPI version of k-Wave on the IT4I Salomon
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supercomputing cluster [26]. Each 3D simulation was carried out on a compute node with an 8-core
Intel Xeon E5-4627v2 3.3 GHz CPU, and 256 GB of RAM. A reference simulation and 567 test
simulations were carried out for each frequency.
2.2. Error Metrics
Errors in the intracranial fields due to changes in the skull map were quantified relative to a reference
simulation. Three error metrics were used: the change in the peak focal pressure, the change in the
-6 dB volume of the pressure focus (calculated using the number of voxels with pressure amplitude
above 50% of the peak pressure), and the spatial deviation of the centre of mass of the focal volume.
Errors in peak pressure of less than 5% and error in focus position of less than 1.5 mm were used
as criteria for accurate simulation, based on a previous examination of the parameters desirable
to achieve effective acoustic neurostimulation [29, 30]. The importance of focal volume will vary
according to target, frequency, and transducer characteristics, but an error of less than 20% was
considered appropriate.
2.3. Effect of Shear Waves in the Skull
The simulation setup was first used to determine whether modelling shear wave propagation in
the skull layer was required. Due to the increased computational burden of modelling elastic wave
propagation, and the finer spatial discretisation required [30], the 3D simulation setup was translated
into 2D. Simulations were carried out using the k-Wave 2D elastic PSTD code for 500 kHz, 750 kHz
and 1 MHz ultrasound [27]. Two simulations were carried out at each frequency: a fluid simulation
with shear speed set to zero throughout the domain, and an elastic simulation with appropriate
shear speed and absorption values assigned to the bone layer.
2.4. Sensitivity to the Acoustic Properties of the Skull
The sensitivity of the intracranial field to changes in the acoustic properties of the skull was examined
in three separate numerical experiments. First, the values of sound speed, density, and absorption
assigned to the skull layer were separately perturbed by a linear variation. The maximum variation
assigned to sound speed and density was ± 60% based on the range of acoustic properties reported
in the IT’IS material properties database (see Fig. 2). A wider range of ± 90% was tested for
absorption, due to the difficulty in accurately measuring tissue absorption [31]. Acoustic properties
were varied in steps of 1% for the range ±10%, and in steps of 2% beyond that.
Second, the acoustic medium properties were individually perturbed by Gaussian noise with a
coefficient of variation ranging from 1% to 20% in steps of 1%. The average property value assigned
to the skull layer was kept constant. It should be noted that this noise was applied at the grid
resolution (see Fig. 3(b)), and as such does not correspond to realistic heterogeneities in skull
bone. Instead it represents an uncertainty in the assigned medium properties, such as the impact of
noise in pixel intensity when properties are derived from medical images. Sound speed and density
values were constrained between the minimum and maximum values for cortical and trabecular bone
reported in the IT’IS tissue property database [32] (See Fig. 2). Absorption was constrained between
zero and three times the reference calculated using the power law parameters outlined in Section
2.1.
Third, a multi-dimensional sensitivity analysis was performed, with variations in HU used
to generate coupled changes in density, sound speed, and absorption based on the Aubry et al.
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Figure 2: Whole skull values of sound speed and density used as reference values in the sensitivity analysis
(taken from White et al. [7]). The range of measured values for bone taken from the IT’IS database [32]
are shown for comparison. The original range of sound speed and density values used in the Aubry et al.
CT conversion algorithm [5], and the adjusted values which yield the reference whole skull values for an HU
value of 500, are also shown.
conversion algorithm [5]. This algorithm uses CT image HU, normalised between water (0 HU) and
cortical bone (1000 HU), to derive a map of porosity:
φ = 1− (HU/1000) (1)
This is then used to interpolate linearly between reference values for density (ρmin, ρmax) and sound
speed (cmin, cmax) in water and bone
ρ = φρmin + (1− φ)ρmax (2)
c = cmin + (cmax − cmin)(1− φ) (3)
Porosity is also used to calculate acoustic absorption. However, a power law is used instead of
linear interpolation, and high porosity results in an increase in the simulated absorption value. The
expression for absorption is given by
α = αmin + (αmax − αmin)φβ (4)
where αmax and αmin are maximum and minimum reference values for absorption. Here, the
minimum and maximum values for each parameter were chosen such that Eqs. 1-4 give the reference
whole skull properties outlined in Sec. 2.1 for an HU value of 500 (see Fig. 2). The value of HU was
then perturbed to give coupled changes in density, sound speed, and absorption. Previous studies
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Figure 3: Selected density maps used in sensitivity analysis. (a) Reference bone layer. (b) Noisy variation
in the medium properties. (c) Random variation in the skull thickness. (d) Smoothing of the bone layer.
into variation in CT HU have described up to 25% HU error for densities of over 1100 kg m−3 [33],
dependent on the calibration. Consequently, a range of ± 250 HU, in steps of 2 HU up to 42 HU,
and steps of 4 HU from there, was tested.
2.5. Sensitivity to the Geometry of the Skull
The sensitivity of the intracranial field to changes in the geometry of the bone layer was examined in
three separate numerical experiments. First, the effect of systematic changes in the bone thickness,
which can occur when segmenting CT or MRI images [16], was examined by increasing and decreasing
the thickness of the bone layer up to ± 3.9 mm in steps of 0.15 mm. Second, the distribution
of thickness across the length of the bone layer was varied randomly according to a Gaussian
distribution with an increasing coefficient of variance, in steps of 1% up to a maximum of 20%.
This was to examine the potential influence of uncertainties in the exact position of boundaries
on transcranial propagation, as shown in Fig. 3(c). The random thickness of the bone layer was
constrained between 1-12 mm based on previously reported maximum and minimum values for skull
thickness [23]. Third, the potential impact of CT partial volume effects was examined via spatial
smoothing of the skull layer. Smoothing was achieved by applying a square smoothing kernel of
increasing size, in steps of 0.15 mm up to a maximum of 5.85 mm, to maps of acoustic properties,
as a simulacrum of CT pixel size. An example is shown in Fig. 3(d).
2.6. Experimental Validation
Sonication experiments were carried out to corroborate the results of the numerical sensitivity
analysis. The pressure field generated by a 1 MHz focused transducer was measured following
transmission through one of two skull bone phantoms developed with computer-aided design (CAD),
described in Appendix A. This enabled the translation of the experiment into a registered k-Wave
simulation. Comparison of the experimental and simulated fields was then used to evaluate the
impact of uncertainties in the modelled sound speed and attenuation (modelled as absorption).
The first set of sonication experiments used a phantom designed with the same shape as the bone
layer from the numerical sensitivity analysis. This will be referred to as the “parametric” phantom
and was cast in Araldite 1302 resin, chosen due to the proximity of its reported acoustic properties to
the skull values shown in Fig. 2 [34]. To obtain the maximum verisimilitude in registered simulations,
these properties were measured, as described in Appendix B. The second phantom was created from
the posterior portion of a mesh segmented from MRI head image data. This will be referred to as
the “mesh-based” phantom, and was created in two materials, VeroBlack 3D printing material [35]
and Araldite 1302. The reported and measured property values, and estimated uncertainty in those
measurements, are shown in Table 2.
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Comp. Speed [m s−1] Shear Speed [m s−1] Absorption [dB cm−1] Density [kg m−3]
Araldite 1302 3008 ±220 1562 ±30 1.81 ±0.6 1637
VeroBlack 2495 ±8 1081 ±31 3.70 ±0.1 1180
Table 2: Compressional & shear speed, attenuation and density of Araldite 1302 resin and VeroBlack 3D
printing material [35] including estimated/reported uncertainty.
Figure 4: Sonication & registered simulation layout. (a) Sonication setup for scanning following transmission
through phantom. (b) Registered simulation setup for the parametric skull phantom. (c) Registered
simulation setup for the anatomical skull phantom.
The ultrasound source used was a Precision Acoustics PZT HIFU transducer with a diameter of
60 mm and a focal length of 75 mm. The transducer was driven at its nominal centre frequency of 1
MHz with a 3 cycle toneburst, generated by an Agilent 33522A Arbitrary Waveform Generator
(Agilent, Berkshire, UK) and amplified by an E&I A075 RF power amplifier (Electronics &
Innovation Ltd., Rochester, NY). The drive signal was monitored by a Tektronix DPO-5034B
oscilloscope (Tektronix Inc., Beaverton, OR), also used to process hydrophone measurements.
Measurements were carried out in a bath of degassed and deionised water with an integrated
three-axis positioning system (Precision Acoustics, Dorchester, UK). Signals were acquired with
a 0.2 mm needle hydrophone, connected to the oscilloscope via a submersible preamplifier and DC
coupler (Precision Acoustics, as above). Water temperature was monitored continuously with a
thermocouple (National Instruments Corporation, Austin,TX). The experimental setup with a resin
phantom in place is shown in Fig. 4 (a).
To examine the experimental peak pressure field, the time varying pressure was recorded across
a plane following transmission through the phantom. These planes were positioned at 58 mm and
85 mm from the transducer surface for the parametric and mesh-based phantoms, respectively. The
time-varying pressure plane was then bandpass filtered, and projected forward and (in the case
of the mesh based phantom) backward using linear acoustic holography to establish the pressure
field across a volume encompassing the transducer focus. The position of the scan planes and 3D
volumes are shown in Fig. 4. The time varying pressure was also recorded across a plane 45 mm
from the centre of the transducer without the phantoms in place, to establish the source conditions
for simulation.
Simulations designed to mimic the experimental sonications were then performed. The
source conditions were calculated by time-reversing the measured free-field pressure signals and
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Figure 5: Results of elastic vs fluid comparison at 750 kHz showing the steady state maximum pressure. (a)
Fluid simulation. (b) Elastic simulation. (c) Difference plot.
backprojecting them to a plane 10 mm from the transducer surface. To create the map of acoustic
medium properties, the parametric phantom was incorporated into the simulation based on a priori
knowledge of its 3D shape and position. For the mesh based phantom, the 3D mesh was directly
converted into a binary map of medium properties. The background was assigned the properties
of water based on the recorded temperature of the water in the tank. To examine the accuracy of
the registered simulations with reference to the experimental sonications, the maximum pressure
was recorded across a volume matching the 3D projection volumes shown in Fig. 4. For both
experimental and simulated volumes, the time varying pressure was also extracted at the position
of the peak pressure in the experiment.
3. Results
3.1. Effect of Shear Waves in the Skull
The change in the peak pressure field due to including or excluding shear waves in the bone layer
for a source frequency of 750 kHz is shown in Fig. 5. The maximum change in peak intracranial
pressure was +0.09% for 500 kHz, -2.81% for 750 kHz, and -0.80% for 1 MHz, respectively. Changes
in the position of the centre of mass of the -6 dB focus area all occurred along the beam axis,
and were all less than 0.3 mm. The change in the -6 dB focal area was less than 1.5% for all
frequencies. An L2 error norm was also calculated across the peak pressure field between elastic and
fluid simulations for each frequency. The maximum L2 error was 4.94% for the 750 kHz frequency,
which also demonstrated the maximum error in peak pressure amplitude and position. L2 errors
were 3.51% and 1.77% for 500 kHz and 1 MHz ultrasound, respectively. These results serve as a
justification for neglecting shear in the 3D numerical sensitivity analysis. However, it should be
noted that the limited impact of shear mode propagation may not hold for geometries involving
more oblique angles of incidence. During testing it was noted that the changes in the field caused
by the introduction of shear mode propagation begin to increase in magnitude once the shear speed
in the bone layer was greater than 1800 m s−1. The effect of shear absorption was negligible.
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Figure 6: Errors in the intracranial field resulting from a linear variation of the acoustic medium properties.
Rows correspond to frequencies, columns to the error metrics evaluated. Points marked on the 500 kHz
pressure amplitude plot correspond to the field plots shown in Fig. 7.
3.2. Sensitivity to Linear Variation in the Acoustic Properties of the Skull
The errors in the intracranial field resulting from linear variation in acoustic properties are shown
in Fig. 6. Several conclusions can be drawn from these results. Overestimation of the sound speed,
density and absorption all lead to a corresponding decrease in the simulated transcranial pressure,
and vice versa. This is due, at least in part, to the increased acoustic impedance (a product of sound
speed and density) and absorption, resulting in increased attenuation. To obtain an error in peak
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Figure 7: Slices through the 500 kHz peak pressure field at increasing sound speeds, where d is the thickness
of the bone and λbo is the acoustic wavelength. (a) Field when sound speed in the bone layer is 2109 m/s
(d ≈ 1.5λbo). (b) Field when the sound speed is 2565 m/s (d ≈ 1.25λbo). (c) Field when the sound speed is
3050 m/s (d ≈ λbo).
pressure of less than 5% for all frequencies, sound speed and density must be assigned with a change
of less than 4% and 9%, respectively. To obtain less than a 5% error in peak pressure, absorption
must be assigned with a change of less than 9% at 1 MHz, increasing to 20% at 500 kHz. This is
due to the increase in absorption with frequency.
The position and volume of the focus also depend on all three acoustic properties. However,
changes in density and absorption do not cause errors of larger than 1.5 mm in position or 5% in
focal volume. To obtain less than 20% error in focal volume across all frequencies, sound speed
must be defined with less than 11% variation. To obtain an error in focus position of less than
1.5 mm at 500 kHz, sound speed must be defined with a variation of less than 9%. As the sound
speed changes further, the position of the focus can deviate up to 3 mm from the reference position,
but does not vary steadily. The focus position oscillates around a fixed point for all frequencies,
with the amplitude of the oscillation and the dependence on sound speed informed by the ultrasonic
frequency. Error in focus position is highest at 500 kHz, due to the longer wavelength and the
distance of the reference focus from the fixed point around which the focus oscillates.
Errors in peak pressure and focus volume also oscillate with changing sound speed. An example
of the oscillating peak pressure is shown in Fig. 7, with the bone layer highlighted. These plots
correspond to maxima and minima in the oscillating pressure pattern (see Fig. 6), and occur when
the thickness of the bone layer corresponds to particular multiples of the wavelength of 500 kHz
ultrasound in the layer. This relationship to wavelength does not hold for the oscillations in focus
position in the same way, which is likely due to the lensing behaviour of the bone layer changing
with sound speed instead.
These results show that, for the skull geometry simulated, small systematic variation in the
assigned medium properties can result in significant changes in the size and position of the focus.
They also indicate that accurate assignation of sound speed is of primary importance when modelling
transcranial propagation. Changes in the assigned absorption and density can lead to comparable
errors to sound speed in the simulated peak intracranial pressure.
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Figure 8: Errors in field resulting from noisy perturbation of acoustic properties with an increasing coefficient
of variation. Rows correspond to frequency tested and columns correspond to error metric evaluated.
3.3. Sensitivity to Noisy Variation in the Acoustic Properties of the Skull
The errors in the intracranial field resulting from noisy perturbation of the acoustic properties of
the skull layer are shown in Fig. 8. Several conclusions can be drawn from these results. First,
the errors in the field resulting from noisy variation in medium properties are smaller than those
from linear changes. Errors in peak pressure and focus volume remain below 5%, while the error
in focus position remains below 1 mm. Second, the introduction of noise into the map of acoustic
absorption (while keeping the average absorption constant) has almost no effect on the intracranial
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Figure 9: Errors in the intracranial field resulting from variation in Hounsfield Units used to derive the bone
layer medium properties, and a comparison with the sum of linear changes shown in Fig. 6 for 1 MHz. (a)
Percentage error in peak pressure. (b) Error in focus position. (c) Percentage error in focal volume.
field. This would appear to vindicate previous studies where a homogeneous map of absorption has
been used alongside fully heterogeneous maps of sound speed and density [12]. Finally, errors in the
intracranial field are generally less severe at higher frequencies. This is most apparent for the error
in focus volume, but can also be observed across the other error metrics.
3.4. Sensitivity to Variation in CT Hounsfield Units
The errors in the intracranial field resulting from variation in the CT HU used to derive the acoustic
properties are shown in Fig. 9. Across the range of HU tested, the maximum error in peak pressure
was an increase of 17% for 1 MHz ultrasound. To obtain less than 5% error in peak pressure, a
change of less than 60 HU is required. For 500 kHz, a variation of no greater than 180 HU results in
a positional error of less than 1.5 mm, while the error remains below 1 mm for higher frequencies.
The focal volume increases at higher HU values, with a variation of 200 HU causing an error in focal
volume of 20%, while reducing HU appears to have a lesser effect on focal volume. Errors in the
intracranial field oscillate, in line with the linear changes in sound speed shown in Fig. 6.
Within the range of HU tested, the maximum errors across all metrics are lower than the
errors shown in Fig. 6 for individual changes in assigned medium properties. This suggests that
the primary concern should be the robustness of any method for the conversion of CT images to
density, absorption and especially sound speed, with the accuracy of HU measurements being a
secondary concern. Figure 9 also compares the error resulting from the sum of equivalent individual
linear errors (from Fig. 6) for 1 MHz ultrasound. While they match well for low HU variation, when
reducing HU the sum of linear errors is less than the error resulting from the simultaneous alteration
of all properties, and vice versa.
3.5. Sensitivity to Linear Variation in the Skull Thickness
The errors in the intracranial field resulting from linear variations in bone layer thickness are shown
in Fig. 10. A change in layer thickness of 0.1 mm is sufficient to cause a peak pressure error of 5%
for all frequencies, while a change in skull thickness of ± 1 mm can lead to an error of up to ± 20%,
depending on frequency. Beyond this level, underestimation of the layer thickness has a greater
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Figure 10: Errors in field resulting from systematic over/under estimation of the bone layer thickness, for a
reference thickness of 6.5 mm. (a) Percentage error in peak intracranial pressure. (b) Error in the position
of the focus. (c) Percentage error in focus volume.
effect on the peak intracranial pressure than overestimation. The position of the focus changes with
thickness up to maximum errors of 2.5 mm, 1 mm, and 0.5 mm for 500 kHz, 750 kHz, and 1 MHz,
respectively. A change in thickness of less than 0.8 mm is required to obtain a positional error of less
than 1.5 mm for 500 kHz. The error in focal volume shows a general trend of increasing with larger
layer thickness and vice versa, but did not exceed ± 20% across the range of thicknesses tested.
Oscillations in the error metrics can be observed, similar to the oscillations seen for changes
in sound speed in Fig. 6. These are related to wavelength, as can be seen by the relative periods
of the oscillations in Fig. 10 (b). This supports previous conjecture regarding the influence of the
wavelength of applied ultrasound relative to the thickness of the layer, and the lensing effects of the
layer.
3.6. Sensitivity to Random Variation in the Skull Thickness
The errors in the intracranial field resulting from random perturbations to the skull layer thickness
are shown in Fig. 11. Introducing a noisy variation in the thickness can have a large effect on the
peak intracranial pressure, with an overestimation of peak pressure with increasing perturbation of
the thickness. Coefficients of variation in thickness of 1%, 2% and 3% cause an error in peak pressure
of 5% for 500 kHz, 750 kHz and 1 MHz, respectively, rising to a maximum error of around 50%. It is
not clear why this should be the case, as scattering could be expected to reduce focused transmission.
It is possible that the random scattering reduces existing destructive interference effects, or that the
random perturbation alters the scattering profile to increase the forward transmission of ultrasound.
Regardless, these results do suggest that uncertainty in the profile of the bone layer, and modelling
the layer as closer to or further from a smooth layer of even thickness, can alter the predicted peak
intracranial pressure. The error in focus position was below 0.5 mm for 1 MHz and 750 kHz, but
increased to over 1.4 mm for 500 kHz ultrasound. The increased impact at higher frequencies is
likely due to the larger scale of the changes in thickness relative to the wavelength of the ultrasound.
The error in focal volume is low, not rising above 3% across the frequencies and range of errors
tested.
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Figure 11: Errors in field resulting from noisy perturbation of the bone layer thickness at multiple frequencies.
(a) Percentage error in peak pressure. (b) Error in focus position. (c) Percentage error in focal volume.
Figure 12: Errors in field resulting from kernel smoothing of the bone layer at multiple frequencies. a)
Percentage error in peak pressure. (b) Error in focus position. (c) Percentage error in focal volume.
3.7. Sensitivity to Smoothing of the Bone Layer
The errors in the intracranial field resulting from smoothing the map of medium properties are
shown in Fig. 11. There is a clear overestimation of transcranial transmission dependent on the
level of smoothing and the frequency of the applied ultrasound, with higher frequencies more affected.
Kernels of 0.35 mm, 0.45 mm, and 0.8 mm cause an error in peak pressure of greater than 5% for 500
kHz, 750 kHz, and 1 MHz ultrasound, respectively. For a kernel size of 1 mm3 the peak transcranial
pressure is increased by over 50% for 1 MHz ultrasound. Given that the scale of modern CT imaging
systems falls well within this range, this implies that partial volume smoothing of CT images could
potentially have a dramatic effect on simulated transcranial fields if the smoothing of the CT images
is translated into the map of acoustic medium properties. There is some error in the position of the
focus with increasing smoothing, although it only rises above 1 mm for 500 kHz ultrasound. The
error in the focal volume is small, never rising above 5%.
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Figure 13: Results of experiment and simulation through parametric phantoms. (a) Experimental peak
positive pressure measured on the axial-lateral plane. (b) Simulated peak positive pressure on the axial-
lateral plane. (c) Comparison of time varying pressures at the measured spatial peak pressure (marked by
an X).
3.8. Experimental Validation using a Parametric Skull Phantom
A comparison of the experimental and simulated fields for the parametric skull phantom is shown in
Fig. 13. The peak pressure in the simulation relative to the experiment was underestimated by 2.1%,
the focus position moved by 0.137 mm, and the simulated focal volume was 2.03% larger. When
evaluated with reference to the uncertainty in sound speed and attenuation described in Appendix
B, and the results of the numerical sensitivity analysis, all metrics fall well within the expected
tolerances.
The experimental and simulated time-varying pressure signals at the position indicated in the
peak pressure fields is shown in Fig. 13(c). The registered simulation predicts a slightly earlier time
of arrival for the waveform shown compared to the experiment. There is also a small difference in
the pulse shape between experimental and simulated signals. The simulated pulse has a slightly
lower peak amplitude, and a longer ring down. Based on this discrepancy, and the general trends
shown in Fig. 6, it is probable that one or both of the attenuation and sound speed values assigned
to the bone layer were too high. However, overall there is good quantitative agreement between the
two signals.
3.9. Experimental Validation using an Anatomical Skull Phantom
The results of the experimental sonications and registered simulations through the mesh-based
phantoms are shown in Fig. 14. Simulation of propagation through the Araldite mesh-based
phantom underestimated the peak pressure by 0.8% compared to the experimental measurement,
the focus position was moved by 0.61 mm, and the focus volume was overestimated by 11.6%.
While the errors in both peak pressure and focus position remain within expected variations, the
error in focal volume is greater than would be expected for the maximum uncertainty of 220 m s−1.
Furthermore, based on the results of the numerical sensitivity analysis, this error in focal volume
should be accompanied by a correspondingly large change in, at least, peak pressure.
The simulation of propagation through the VeroBlack mesh based phantom underestimated
peak pressure by 0.8%, the focus position was moved by 0.87 mm, and the focus volume was
underestimated by 2.1%. The closer agreement is likely due to more accurate medium property
measurements. Figure 14 also shows the experimental and simulated time-varying pressure at the
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Figure 14: Results of experiments and simulations through mesh-based phantoms. The top row shows the
results for the Araldite phantom, and the bottom row shows the results for the VeroBlack phantom. (a) &
(d) Experimental peak positive pressure measured across the axial-lateral plane. (b) & (e) Simulated peak
positive pressure across the axial-lateral plane. (c) & (f) Comparison of the time-varying pressures at the
measured peak pressure position (marked by an X).
peak pressure position in the experimental field. These results show good agreement in terms of
pulse shape, amplitude and peak pressure, especially for the VeroBlack phantom.
The discrepancy in the results for the Araldite phantom could have a variety of causes. It is
possible that the difference in medium geometry between the numerical sensitivity analysis and the
mesh-based phantom has altered the sensitivity of the intracranial field to the phantom acoustic
properties. However, the VeroBlack phantom has comparable errors in peak pressure and position
without the larger error in focal volume. It is more likely that there is inaccuracy in the medium
maps arising from the casting process, or errors in phantom alignment.
4. Discussion and Conclusion
The impact of the accurate mapping of acoustic medium properties on the intracranial field was
examined via an idealised model of transcranial transmission. A sensitivity analysis was carried
out, examining the impact of systematic changes and random uncertainty in the assigned medium
properties, changes in the geometry of the layer, and smoothing of the bone layer. Before the
sensitivity analysis, the impact of modelling shear mode propagation was examined, and determined
to have a negligible impact for shear speed values of <1800 m s−1. The results of the numerical
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Frequency c [%] ρ [%] α [%] HU Thickness [mm] Kernel [mm]
500 kHz 4/9/12 10/X/X 18/X/X 71/150/200 0.10/0.74/X 0.35/X/X
750 kHz 4/46/39 9/X/X 12/X/X 62/X/X 0.10/X/X 0.45/X/X
1000 kHz 4/X/33 8/X/X 7/X/X 71/X/X 0.12/X/X 0.80/X/X
Table 3: Maximum permissible errors in the acoustic medium properties and geometry of the skull needed
ensure less than 5% error in peak pressure / 1.5 mm in focus position / 20% error in focal volume. X
indicates that these error criterion were not exceed for the range of variation tested.
sensitivity analysis are summarised in Table 3.
In terms of the assignation of acoustic medium properties there are several relevant observations.
The peak intracranial pressure is affected by the values of sound speed, density, and absorption.
The impact is similar for each medium property, and the effect is larger at higher frequencies. The
position and volume of the focus is most dramatically affected by changes in sound speed, although
changes in density and absorption will have a minor effect. When altering sound speed, oscillations
in each error metric were observed. This is due to the pattern of wavelength interference within the
bone tissue layer, but is also influenced by changes in diffraction through the layer, and the resulting
interference pattern in the intracranial field. To obtain less than 5% error in peak pressure, less than
1.5 mm error in focus position, and less than 20% error in focal volume, sound speed must be defined
with less than 4% change, or 114 m s−1, and density must be defined with less than 9% change,
or 156 kg m−3. Absorption has a significant effect on intracranial pressure only, and a change in
the absorption coefficient of less than 9% is required to obtain less than 5% error in peak pressure
for the highest frequency of 1 MHz. Random, noisy uncertainty in medium properties has a lesser
effect on the intracranial field, and has almost no effect for uncertainty in absorption, indicating
that the use of homogeneous absorption maps based on average absorption or transmission loss is
justified. The impact of combined changes in medium assignment was also examined, with reference
to a widely used algorithm for the conversion of HU to density, sound speed, and absorption. Across
the range of typical uncertainty in HU tested, the overall errors in the intracranial field were less
than observed for expected variations in individual medium properties. This strongly suggests that
uncertainty in the HU of a CT image used to create a map of medium properties is less important
than the robustness of the conversion algorithm.
For variation in medium geometry, systematic changes in layer thickness and smoothing on the
scale of clinical CT resolution (0.5-1 mm) result in significant changes in simulated peak intracranial
pressure. A systematic change in thickness of 0.1 mm, or a smoothing kernel of 0.35-0.8 mm is
sufficient to cause an error in peak pressure of 5%. Focal volume and position are also affected,
especially by systematic change in layer thickness. Noisy uncertainty in the layer thickness also
affected peak intracranial pressure, with a coefficient of variation of 1% enough to increase the peak
pressure by 5% for 1 MHz ultrasound.
Consistently, the properties of the skull layer have a more significant effect on the peak pressure
amplitude than on focus position or volume. This indicates that accurate maps of acoustic properties
are likely to be less important for ablative applications, where fine control over the pressure is
secondary to accurate targeting.
The results of the numerical sensitivity analysis were qualified through multiple registered
experiments and simulations. A phantom based on the idealised map of the skull used in the
numerical sensitivity analysis was created, and the field resulting from an experimental sonication
through the phantom compared with a registered simulation of the same. The discrepancy in peak
pressure amplitude and the size and position of the focus agreed well with the expected error based
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on the sensitivity analysis and the estimated uncertainty in the medium properties.
To place this work in context, Mueller et al. [18] examined the impact of changes in intracranial
tissue models. They concluded that modelling different soft tissues separately was of limited
importance, although large changes in brain tissue sound speed and density (scaling by a factor
of two or more) did have a significant effect. They also observed that changing skull geometry from
flat to curved reduced peak RMS intensity by 40%, supporting the results of the present paper on
the importance of geometry, and generally affirmed that the skull was the major material influence
on the intracranial field.
A potential limitation of this work is the extent to which the results are generalisable. The
sensitivity analysis was carried out with a single element transducer with no aberration correction,
and a specific skull geometry designed to approximate the varied shaped of the skull. A homogeneous
model with aggregate skull properties was used to simplify the introduction of different errors into the
layer. The impact of variation in nonlinearity parameter was not examined, which may be relevant
for high intensity applications. Different skull geometries may have different specific sensitivities to
the errors examined in the numerical sensitivity analysis. Different transducer configurations may
also influence the results. However, it is expected that the general scale of the resulting errors in the
field, and the relative importance of different medium properties and aspects of medium geometry
will be maintained. Moreover, as the transcranial field used in the sensitivity analysis was not
strongly aberrated, the results should also extend to fields in which aberration correction is applied.
A second limitation is the inability of the sensitivity analysis to explain the discrepancy
between experimental and simulated focal volume for propagation through the Araldite mesh-based
phantom. It is possible that inadequacies in the casting process, or an error in stereotaxis or
alignment, which were not examined in the sensitivity analysis, could have caused this. Despite these
limitations, generally good agreement was observed between experiment and simulation of ultrasound
propagation through phantoms. This was especially true for the VeroBlack simulations, likely due
to the increased accuracy of measurements of its acoustic properties and a greater consistency in 3D
printing compared to the mixing and casting process of Araldite.
The results presented here are of immediate relevance for applications that require accurate
targeting of intracranial structures with ultrasound. They highlight the importance of accurate
mapping of the bone layer, most notably the spatial accuracy of maps derived from CT images, and
the sound speed values assigned to this map. These results also confirm the possibility of obtaining
high accuracy in the position and size of the simulated focus, and the time varying pressure signals
predicted at the focus when sufficiently accurate maps of medium properties are available. This
will be important in optimising low-intensity applications of therapeutic ultrasound as they move
towards targeting deep brain structures.
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Figure A1: Computer aided design of phantoms. (a) Parametric phantom and mold. (b) Mesh based
phantom and holder for registration
Appendix A. Phantom & Part Design
Two skull phantoms were created for the experimental validation described in Sec. 2.6 using rapid prototyping
and casting techniques. The first “parametric” phantom was designed to match the idealised skull geometry
used in the numerical sensitivity analysis (see Sec. 2.1). This was created by 3D printing a casting mold in a
PolyLactic Acid (PLA) using an an Ultimaker 2.0 printer. The mold was then filled with Araldite 1302 using
a filling hole, while air was allowed to escape via a vent. The Araldite was prepared by mixing the resin and
hardener in the required proportions as specified by the manufacturer, before being degassed in a vacuum
chamber, and then injected into the mold. The phantom & mold are shown in Fig. A1(a). The second
“mesh-based” phantom was based on a 3D mesh of the posterior portion of the human skull. This was derived
from a T1-weighted MR image obtained from the Imperial College brain development dataset. Brain and
skull volumes were extracted using the FSL MRI processing toolbox and converted into a surface mesh using
the iso2mesh toolbox. The mesh-based phantom was created in two materials. First, the phantom was 3D
printed in VeroBlack using an Objet30 polyjet printer (Stratasys, Eden Prairie, MN). This was then used as a
positive to create a vulcanised rubber mold for Araldite resin casting. The phantom is shown in Fig. A1(b).
For both phantom geometries, custom holders that allowed the phantom and transducer to be precisely
positioned in a pre-defined configuration were created using laser cut PMMA Perspex and 3D printed PLA.
This allowed the same alignment to be replicated within the k-Wave simulations. The phantoms and 3D
printing files were created using the open source FreeCAD software (http://www.freecadweb.org/).
Appendix B. Material Characterisation
Two materials were used to create the skull bone phantoms described in Secs. 2.6 and Appendix A, VeroBlack
and Araldite 1302 resin. The acoustic properties of VeroBlack were recently reported in [35] thus these
measurements were not repeated as part of the current study. However, independent measurements of the
sound speed and attenuation of Araldite 1302 resin were conducted. For material characterisation, the
Araldite was poured into cuboid rubber molds and left to set. Two samples were constructed, which were
then milled to thicknesses of 9.40 mm and 14.05 mm, measured using a micrometer (Mitutoyo, Kawasaki,
Japan). The milling process ensured that the faces of the samples were flat and parallel. Note, the samples
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and resin phantoms were all cast in separate batches.
To characterise the acoustic attenuation and compressional sound speed, through transmission
measurements were conducted in a scanning tank. Acoustic waves were generated with a plane piston
transducer with an active diameter of 40 mm (Olympus, Tokyo, Japan), excited with a single cycle toneburst
at its central frequency of 1 MHz. Time varying pressure signals were recorded with a 0.5 mm needle
hydrophone (Precision Acoustics, Dorchester, United Kingdom). Measurements were repeated at 0.5 mm
intervals along the transducer beam axis between 420 mm to 580 mm from the transducer face (to allow field
shift compensation, discussed below). For each measurement, the acoustic time-of-flight was calculated from
the central maxima and the two adjacent minima of the pulse. Resin samples were then placed between the
transducer and the hydrophone. Laser cut PMMA Perspex holders were used to ensure that the samples
were orthogonal to the beam axis. The measurements were repeated at 10 mm intervals along the beam axis
between 450 mm to 550 mm from the transducer face. Measurements were also repeated with transmission
through different positions on the sample, and with the samples at three distances from the hydrophone.
Compressional sound speed and attenuation coefficient of the samples were calculated using the through
transmission-substitution method outlined in Zeqiri et al. [36, 37]. Frequency dependent transmission loss
was calculated by spectrally decomposing the signals and comparing them with free field measurements,
selected following field shift compensation based on the measured sound speed.
The measured sound speed and attenuation values are shown in Figure B1. Sound speed values were
slightly different for the two samples (which were cast separately) due to minor variations in the Araldite
mixture. The mean sound speed of the two samples is 3008 m s−1. The corresponding attenuation values
are shown in Figure B1(b). As attenuation is calculated through a comparison of the transmission between
the two samples, any inter-sample variation in the Araldite mixture could also lead to a systematic error in
the calculated attenuation coefficient. The magnitude of this uncertainty is difficult to estimate. The other
major source of uncertainty is the measurement of sample thickness. Based on the variation in measurements
made at different points on the samples, this is estimated to be no greater than 200 µm. This uncertainty
could lead to a change in sound speed of up to ±56 m s−1, and in attenuation of ±0.15 dB cm−1. The
sound speed of the deionised water is known accurately based on the temperature, while the absorption
of ultrasound at frequencies below 5 MHz is negligible [36]. The impact of non-linearity was quantified
by examining the spectra of free field measurements taken at the maximum distance from the transducer,
and was found to be negligible. Based on the variation in material properties both within and between
samples and the uncertainty of the thickness measurements, the estimated uncertainty in the sound speed
is ±220 m s−1 (or 7.3%) and in the attenuation of ±0.6 dB cm−1 (or 33.1%).
The shear speeds of both Araldite 1302 and VeroBlack were also measured. The same Araldite samples
were used, and a VeroBlack sample with a thickness of 6 mm was 3D printed using an Objet30 polyjet
printer. Shear speed measurements were carried out with a 2.25 MHz shear wave transducer (SWT) and a
pulser-receiver (Olympus, Tokyo, Japan). The transducer was excited with a single 2.25 MHz cycle. The
time-of-flight of the first and second reflections of the pulse were used with the pulse input time to calculate
the shear speed. Results for Araldite resin and VeroBlack are shown in Table 2. Both Araldite and VeroBlack
have shear speeds equal to or lower than the speeds discussed in Section 3.1.
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Figure B1: Measurements of the sound speed and attenuation of Araldite 1302 resin. (a) Sound speed,
showing the difference between samples. (b) Attenuation values.
